[The determination of oxalate in urine by enzymatic method using oxalate oxidase: comparison between enzymatic and gas-chromatographic methods].
Urinary oxalate is one of the most important constituents of urolithiasis, but the determination of oxalate in urine has not been performed as a routine laboratory examination. We tried to measure oxalate in urine by the enzymatic method with oxalate oxidase. The linearity of the standard curve and reproducibility of this method were confirmed. (Linearity: r = 0.996, S.D./mean: 0.5-3.6%, recovery rate: 99.5 +/- 3.3 (mean +/- S.D.)%) The correlation between this method and gas-chromatographic method was 0.926. The enzymatic method with oxalate oxidase can be utilized for determining the urinary oxalate as a routine laboratory examination.